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ABSTRACT 


A  method  for  measuring  the  dielectric  properties  of  liquid 
specimens  on  a  Q-aeter  at  frequencies  up  to  100  MHz  was  developed 
by  (1)  assuming  an  equivalent  circuit  for  a  cylindrically  shaped 
liquid-sample  holder,  (2)  determining  relevant  circuit  parameters 
by  experiment,  and  (3)  deriving  the  necessary  equations  taking 
full  account  of  the  effects  of  sample-bolder  inductance. 

Measurements  made  on  two  liquid  samples  are  detailed  and 
show  that  good  accuracy  is  obtained  when  the  standard  liquid  em¬ 
ployed  is  a  lossless  dielectric  with  dielectric  constant  (K) 
near  the  K  of  the  sample  under  test. 

1.  INTRODUCTION 

The  effect  of  sample-holder  inductance  on  dielectric  con¬ 
stant  and  loss  measurements  in  the  megahertz  frequency  range  was 
discussed  in  a  previous  report  (ref  1) .  It  was  concluded  in  that 
report  that  the  modified  Hartshorn-Ward  method  in  use  with  varia¬ 
ble  capacitance  sample  holders  circumvents  the  errors  due  to  the 
inductance.  However,  it  was  pointed  out  that  with  nonvariable 
sample  holders  one  must  correct  for  the  inductance  effects. 

The  liquid-sample  holder  used  in  this  laboratory  has  no 
provision  for  changing  capacitance.  Thus  one  must  measure  the 
capacitance  change  used  in  the  calculation  for  dielectric  constant, 
K,  by  means  of  the  change  in  the  measuring-meter  capacitance.  At 
frequencies  below  20  MHz  this  creates  no  problems;  but  at  higher 
frequencies,  where  a  Boonton  Model  190-A  Q-raeter  is  used  to  in¬ 
dicate  resonance,  the  sample-holder  inductance  affects  the  results. 
The  loss  calculation  is  also  affected,  since  one  cannot  re tune 
to  the  sane  capacitance  values  with  and  without  sample. 


2.  THEORY 

2.1  Summary  of  Previous  Results 

The  basic  equations  for  the  dielectric  constant  and 
loss  tangent ,  derived  earlier  (ref  1),  will  be  summarized  in 
brief.  The  dielectric  constant,  K,  is  given  by  (ref  1,  eq  13) 


AC 


K  = 


£  c* 
v  A 


+  1 


(1) 


where  CA  is  the  air  capacitance  of  the  space  in  the  sample  holder 
that  is  filled  with  sample.  The  measured  change  in  capacitance 
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'ItHm,,  t.«.  -  *nij  lifjrm- 


of  f CO  s  staple  aOidef  UpOn  liiacrtlOu  of  SHsple ,  ,  i3  i~clate<t , 

for  ssall  capacitance  changes ,  to  the  actual  change,  AC^,  by 
(ref  1,  eq  4)  *" 


SC  AC 
q2_ e  _ e 

p  ~  sc  ~  ac 

p  p 


(2) 


The  factor  j3,  of  course,  is  a  function  of  the  capacitance.  For 
large  capacitance  changes,  such  as  are  usually  involved  in  equa¬ 
tion  1,  this  must  be  taken  into  consideration.  Therefore  we 

define  £3  as  (ref  1  eq  12) 
v 


-  C 

eo 

-  C 

po 


(3) 


where  the  subscripts  o  and  i  refer  to  the  capacitance  with  the 

sample  out  and  in,  respectively.  Once  we  know  the  sample-holder 

equations,  we  can  equate  f5a  to  p3  at  a  particular  capacitance 

value.  This  value  will  be  between  C  .  and  C  (and  C  ,  and  C  ). 

ex  eo  pi  po 


The  effective  capacitance  C  is  influenced  by  the  sam¬ 
ple-holder  inductance  at  high  frequency.  It  also  includes  parts 
of  the  sample  holder  not  accessible  to  the  sample,  while  C  is 
the  actual  capacitance  of  the  part  containing  the  sample.  P 


Provided  the  effective  conductance  of  the  whole  meas¬ 
uring  circuit,  V  may  be  written  in  the  fora  of  equation  15  of 
reference  1,  the  loss  tangent  may  he  calculated  from  (ref  1, 
eq  22) 

tan  6x  = 

where  the  subscripts  1  and  o  refer  to  sample  in  and  out,  respec¬ 
tively;  CR  is  the  total  equivalent  parallel  resonant  capacitance; 
G  is  the  total  equivalent  parallel  conductance;  and  Q  is  the  Q 
of  the  equivalent  parallel  circuit.  The  second  term  in  equation 
4  refers  to  changes  in  GR,  upon  inserting  the  sample,  other  than 
that  due  to  the  sample  conductance.  The  resonant  capacitance  CR 
is  given  by  (ref  1,  eq  14) 

c  =  e  +  a  cn  (5) 

where  C  is  the  Q- meter  tunable  capacitance  and  a  is  its  induc¬ 
tance  correction  factor  (a  is  discussed  in  ref  2,  and  also  de¬ 
fined  in  ref  1,  eq  17). 


ooC  /*Q  x 

— ij  -  A  (other  terms  in  G^) 
.  e  1 


(4) 
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Tfce  dependence  of  equation  4  on  and  the  absolute 
value  of  Q  (.rather  than  just  the  ratio  Q  /«_ }  aav  be  eliminated 
by  relating  then  to  the  difference  in  capacitance  of  the  two  half- 
poser  points  ,  as  measured  by  the  change  in  C  with  sample  out, 

AC  (ref  1).  The  equation  for  the  loss  tangent  then  becon.es 
%V2 

(ref  1,  eq  27). 


tan  6  = 


W  / 


(other  terns  in 


GR) 


(6) 


where  the  subscripts  i  and  o  on  the  parameters  p  and  Of  indicate 
the  capacitance  values  (with  sample  in  and  out,  respectively) 
at  which  the  parameters  p  (eq  2)  and  a  (ref  1,  eq  17)  are  to  oe 
taken. 


2.2  Saaple  Holder  Equivalent  Circuit 


To  use  the  equations  for  the  dielectric  constant  and 
loss,  it  is  necessary  to  know  the  equivalent  circuit  of  the  sam¬ 
ple  holder.  A  drawing  of  the  holder  is  shown  in  figure  1.  The 
equivalent  circuit  chosen  to  represent  the  holder  was  one  in 
which  the  inductance,  conductance,  resistance,  and  capacitance 
are  evenly  distributed  throughout,  as  shown  in  figure  2.  In 
the  case  of  the  capacitance,  the  total  capacitance,  C,  is 
Cs  C  +  C  ,  where  C  is  the  very  snail  constant  capacitance  cot 
iniluSncednhy  the  sample. 


The  circuit  shown  in  figure  2  is  also  the  equivalent  cir¬ 
cuit  of  a  transmission  line.  The  input  impedance  may  thus  be  ob¬ 
tained  from  transmission  line  theory  (ref  3).  In  our  case  It  is 
more  convenient  to  use  its  reciprocal,  the  admittance 


Y 

e 


1 

Z 

o 


cosh  F  +  Z_  sinh  F  ! 

R _ 

cosh  f  4-  Z  sinh  F 
o  J 


(7) 


where  Z^,  the  characteristic  impedance,  equals  n/Z/Y,  and  F,  re¬ 
lated  to  the  propagation  constant  of  transmission  line  theory, 
is  given  by  */zy.  Z  is  the  total  series  impedance ,  Z  =  R+J©L, 
and  Y  is  the  total  parallel  admittance,  Y=G+joDC.  The  parameters 
R,  L,  G,  and  C,  like  Z  and  Y,  are  defined  here  to  be  the  total 
resistance,  inductance,  conductance,  and  capacitance  for  the 
sample  holder  ratler  than  the  per  unit  length  quantities  used 
in  transmission  line  theory.  The  load  impedance  Z  should  be 
taken  to  be  an  open  circuit,  as  this  is  most  consistent  with 
the  physical  situation.  Thus  equation  7  reduces  to 
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Figure  1.  Cress -sectional  viev  of  liquid  sanrple  bolder. 


n  repeating  sections ,  each  having  the  circuit 


C/n,  G/n,  L/n  and  R/n  vith 


The  total 


capacitance 


conductance,  inductance  and 


esi stance  ecusls  C 


•»  at 


respectively . 


Y  =  ~  tssh  r 


te  nay  assure  that  tbe  series  resistance  is  snss.II, 
giL  »  R,  and  that  tbe  parallel  conductance  is  also  snail* 
sC  »  G.  Tbe  iorsser  assumption  is  always  good  in  tbe  fre¬ 
quency  range  of  interest  (>  10  5Sz) ,  and  tbe  latter  would 
cog  into  question  only  for  very  lossy  samples,  as  it  is 
equivalent  to  tbe  condition  that  tan  ©  «  1,  With  tbe  above 
assumptions  we  obtain 


1  j€  1  1C  /G  R\ 
s  ~Jl  ”  3  2$  #L  \c  l; 
°  1  i 


i  —  JntfIC 


rrz  v#LC/G  .  B\ 


2  \C  *  1/ 


CIO) 


Tbe  substitution  cf  equations  9  and  10  into  equation  S  yields 


.  ;C  ^ 

3i—  tan  sv!£ 

JF1* 


_  7.2. Y*_ 

^  3*0-  v=u  j 


cos7 


G^aq/b 

2  cos3  sv*ljc 


1  /c  f  g  r\  n- 

sti  v.c 


Cil) 


Under  the  assumptions  mentioned  earlier*  the  second  tragi  nary 
tern  is  negligible  cc^ares  with  tbe  first*  at  least  at  fre¬ 
quencies  of  interest.  Changing  tbe  ions  of  tbe  first  inaginazj 
tern  slightly,  and  expanding  the  tzigonceetric  functions  in  the 
real  terns,  beeping  three  terns  in  the  expansions*  and  coslsia- 
issg,  *e  obtain 

Y  -w  jaC  +  G1  i  +  |  *2^  +  1  (n3LC)3  *  —  1 

e  _  r,  -  |  3  in  i 

svlC  -  — 


-*■  —  (sC)2  =  I  nr  ^  *•< 

3  :  9 


02) 


The  equivalent  parallel  capacitance  cf 
is*  therefore 


liquid  sanple  bolder 


C  =  C 


tan  as-lbC 
snTLC 


03) 
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'***«■  . . . 


or,  upon  expanding 


Ce  ~  C  t1  +  3  +  i|  (“^LO2  +  *  *  *]  (14) 

and  the  equivalent  parallel  conductance  is 

Gg~  *i  JjL  +  |u2LC  +  (cu3LC)2+*  *  *J+  -|  (u)C)2£l+  |  u)2LC  +  (15) 

The  factor  p2,  defined  by  equation  2,  is  obtained  by 
differentiating  equation  14  with  respect  to  C^,  with  C  =r  +  C^: 


P3  ~  1  +  §  u^LC  +  (<usLC)3  +  •••j 


(16) 


This  is  precisely  the  term  multiplying  G  in  equation  15.  Further, 
from  equation  14,  we  may  write 

,q  \2 

[~~J  ~  1  +  |  0)2LC  +  ||  (<n3LC)a  +  ***  (17)  | 

1 

I 

This  is  almost  exactly  equal  to  p2,  and  at  least  approximately 
equal  to  the  term  multiplying  R/3(u>C)3  in  equation  15. 

I 

The  equivalent  parallel  conductance  of  the  sample  holder 
may  thus  be  written  as 


G  ~  p2  G  +  |  (<oC  )a 
e  o  e 


(18) 


The  total  effective  conductance  of  the  measuring  circuit  is  there¬ 
fore  in  the  form  of  equation  15  of  reference  1,  with  G  -♦  G, 

G  =  R  ~  0 ,  and  R  -*  R/3.  (The  last  four  terns  in  tSat  equation 
are  this  Q-meter  conductance  terms.)  Thus  the  loss  tangent  may  be 
calculated  from  equation  4  or  6.  Next,  to  find  p  (equation  3), 

we  take  the  difference  of  equation  14  between  Cp  =  and  Cp=Cp0, 
remembering  that  C  =  C  +  Cn,  and  obtain 


C  .  -  C  3 
ei  eo 

C  ,  -  C 
pi  po 


1  + 


I  -*■  [- 


J 


_c  2-C  3 

u  — u  n_ 

pi  po 

„  rC  3-C  3  3C  (C3  -C  3) 

-  h  +  +  3cn3]  as) 


pi  po 


pi  po 
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(20) 


If  we  define  C,  by 
Av 


C  +  C 
i  o 

2 


C  .  +  C 
Pi  PQ 


+  C 


n 


we  find  that  Equation  19  may  be  written  exactly  through  the  first 
two  terms,  and  to  a  good  approximation  in  the  third  term,  as 


P  3  ~  1  +  ~  U)3I£.  +  (u^LC  )2  +  *** 
Kv  3  Av  15  Av 


(21) 


Comparing  eauation  21  with  equation  16,  we  see  that  3  2  =  3  3, 

the  value  of  (3s  at  C  =  C.  . 

Av 

To  sum  up  the  results  of  this  section,  we  write  down 
che  following  rppraximate  relationships: 


c  ~  pc  a  P(c  +C  ) 
e  p  n 

(22) 

Ge  ~  eaG  +  |  (wce)3 

(18) 

! 

\ 

| 

AC 

K  =  +  1 

^Av  CA 

(23) 

!  and 

1 

„  tan  to  sTuc 

3  — oTjnr' 

~  1  +  -  (JUSLC  +  -|r  (ci)sLC)3  +  •  •  • 
o  15 

(24) 

2.3  Discussion  of  Sample-Holder  Equations 

Theoretically,  we  should  be  able  to  use  the  equations 
obtained  in  the  previous  section  tc  correct  for  the  inductance 
error  once  we  have  found  the  value  of  L.  However,  we  could  still 

~,  without  first  know- 
is,  of  course,  only 
approximate,  so  it  is  doubtful  that  the  equation  for  is  usable 
in  such  a  direct  way.  1 

If  very  many  measurements  are  to  be  made  with  the  same 
liquid  sample  holder,  the  best  procedure  would  be  to  find  p  as  a 
function  of  C  from  equation  22,  using  standard  liquids  whose 
dielectric  constants  are  known.  We  could  then  make  plots  of  £ 


not  find  the  correction  factor  to  AC  , 

©  , 


0 


ing  C.  Furthermore,  the  equivalent  circu 


ulft 
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versus  C  at  the  frequencies  of  interest,  and  refer  to  these 
plots  when  making  corrections.  It  may  well  prove  worthwhile  to 
do  this,  but  for  the  time  being,  an  alternate  method,  outlined 
in  the  next  section,  was  chosen. 

Whatever  method  of  finally  correcting  for  the  inductance 
errors  is  used,  one  very  significant  reduction  in  error  may  be 
made  by  using  a  standard  liquid  with  dielectric  constant  known 
and  close  to  that  of  the  sample  for  the  sample-out  measurement. 

If  K  is  the  dielectric  constant  of  the  standard,  the  dielectric 
constant  of  the  unknown  will  be  given  by 

ACe 

K  =  +  K  (25) 

PAv  A 

instead  of  equation  23.  If  K  is  close  to  K,  the  same  percentage 
error  in  P  2  will  have  much  less  significance  than  if  equation 
23,  which  Ts  really  the  special  case  of  equation  25  with  K  =  l, 
is  used. 

2.4  Procedure  for  Calculating  K 

The  dielectric  constant  is  to  be  calculated  from  equa¬ 
tion  25.  In  that  equation,  CA  and  K  are  known,  and  AC  can  be 
readily  measured.  Since  CR  is  constant,  equation  5  yields 


a  C 
i  Qi 


(26) 


where  the  subscripts  i  and  o  refer  to  sample  in  and  out  (standard 
in),  respectively.  The  function  Ct(C  )  may  be  obtained  from  the 
Q-meter  manual  (ref  2).  A  plot  of  Gras  a  function  of  frequency 
and  C  ,  taken  from  the  manual  ,  is  shown  in  figure  3  of  this  re¬ 
port  ,  Tiowever,  for  convenience.  The  equation  for  a  is  also 
given  in  figure  3.  The  function  PAy>  however,  is  not  known. 

If  the  change  in  capacitance  AC  is  very  small,  we  can  use  the 
P  appropriate  to  the  standard,  as  an  approximation  to  p  . 

The  factor  P  can  be  found  from  equation  22  with  C  =  C  andA 
=  C^  .  8o  is  known  and  equation  5  gives  G^0  once  °CR  has 
been  dl?ermined  (discussed  later) .  A 


When  AC  is  large,  we  cannot  equate  PA  to  p  .  With 
some  approximations,  however,  we  find  PAv  from  $irst,  to 

find  €  ,  for  use  in  the  correction  term, 

n? 


^eAv  _  1.  (^el 

Av~  P  ‘  2  \  p 
o  o 


(27) 
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All  the  terms  on  the  right  in  equation  27  are  known  or  measur¬ 
able.  Second,  we  note  that  £  3  and  £  2  are  given  by  equation 

16  with  C  =  C  and  C  **  C  ,  respectively.  We  see  irom  that 
equation  that,  approximately. 


(28) 


Equation  28  is  incorrect  only  in  the  third  term  of  £^y,  as 


1+  ‘V1’  - 1+  3  '“'“av  +  h 


By  examining  equations  27  and  29,  we  see  that  if  >  Cq  the 

first  approximation  causes  an  overcorrection  as  C.  comes  out 

too  large  (since  in  this  case  £  <  £i>,  while  the  second  one 

caused  an  under  correction,  as  2n.the  third  term  of  £Ay2,  CQ, 

which  is  in  this  case  less  than  C  ,  appears  in  placeAVof 

C,  .  If  C.  <  C  ,  the  reverse  takes  place.  Thus  the  two 
A  v  1  o' 

errors  have  a  partially  cancelling  effect. 


For  calculation  purposes,  we  may  eliminate  some  of 
the  steps  by  substituting  C  /C  for  £  in  equation  27,  and  the 
result  into  equation  28.  ^?ter  rearranging,  we  find  that 


P 


Av 


=u- 


C  +C  .  C 
eo  ei  ei  p 

C  ’c  J 

o  eo-' 


(30) 


Equation  30  may  then  be  used  directly  in  equation  25  for  calcu¬ 
lation  of  the  dielectric  constant. 


2.5  Procedure  for  Calculating  Tan  6 


The  loss  tangent  may  be  calculated  from  either  equa¬ 
tion  4  or  6.  For  either  equation,  we  need  to  know  £^,  but  that 
is  now  easily  calculated.  First,  we  obtain  C  from 


AC 


Ci  ■  Co  +  p 


Av 


Thus  £  is  given  by 


Pi  = 


~ei 


ei 


C  +  AC  /£ 
o  e 


Av 


(31) 


(32) 


All  quantities  on  the  right  in  equation  32  are  known. 
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Next  we  must  consider  the  subtractive  term  in  the 
tan  6  equations.  We  must,  therefore,  write  down  the  total 
parallel  conductance,  including  the  measuring  meter  conduc¬ 
tances.  With  the  Boonton  Model  190-A  Q-meter,  or  a  meter  with 
a  similar  equivalent  circuit,  the  total  conductance  is 


Gr=  ^^G  +  !«l)Ce)2+a2Gv  +  0?(U)CQ)2  Rc  +  Gd+(coCR)2Rin  (33) 


The  first  two  terms  are  from  equation  18,  and  the  last  four  are 
the  Q-meter  conductance  terms.  The  latter  are  given  in  refer¬ 
ence  2,  and  their  method  of  derivation  is  discussed  in  reference 
1.  The  terminology  differs  only  in  that  the  combination  of  R+Rj^ 
in  the  manual  is  here  (and  in  ref  1)  labeled  R  ,  and  •‘■he  C  of 


the  'manual  is  here  (and  in  ref  1)  called  C 


mJ 


Q* 


If  we  assume  that  the  sample-holder  conductance  is  zero 

with  the  sample  out,  and  that  we  may  neglect  the  small  change 

due  to  the  difference  between  a  and  a.  in  the  already  small 

G  term,  and  if  we  remember  that  CL  does  not  change,  we. see  that 
v  7  R 


a  (other  terras  in  GR)= 

(34) 


All  terms  on  the  right-hand  side  are  known  except  for  R* which 
must  be  determined  by  experiment.  This  is  best  done  by  making 
measurements,  first  with  the  sample  holder  removed  (denoted  by 
subscript  o)  and  subsequently  with  the  empty  sample  holder,  or 
sample  holder  with  a  lossless  dielectric,  .in  the  circuit  (sub¬ 
script  i).  In  this  case  tan  6  =  C  =0;  therefore  equations 

4  and  34  yield  ‘  X  60 


R 

3 


+  R  (a  2C  2  - 

C  O  Qo 


y  2p  2 

i  Qi 


1 

) 


(35) 


The  meter  contact  resistance  R  is  obtained  from  the  manual  (ref  2) 

c 

as 

R  ~  0.0004  sTt  ft  (36) 

c  MHz 

when  F  is  the  frequency  in  megahertz.  Once  equation  35  has 
been  used  to  obtain  R  as  a  function  of  frequency  for  a  sample 
holder,  this  value  of  R  may  be  used  in  equation  34  and  equation 
4  or  6  to  find  tan  6x  for  a  sample. 
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As  with  the  K  measurement,  we  may  reduce  the  error 
by  filling  the  sample  holder  with  a  standard  dielectric  for 
the  sample-out  measurement.  If  the  standard  has  a  K  similar 
to  the  unknown,  Cei  will  not  be  too  different  from  CeQ  (and 
C  from  C  )  and,  hence,  the  magnitude  of  the  correction 
terms  will^be  reduced.  Presumably  one  would  use  the  same 
standard  for  this  calculation  as  for  the  K  calculation,  as 
then  no  additional  measurement  need  be  performed.  This  im¬ 
poses  one  further  requirement  for  the  standard — that  it  be 
lossless . 


2.6  Determination  of  Cr 


The  total  resonant  capacitance  of  the  circuit,  CR, 
is  needed  in  both  the  dielectric  constant  and  loss  tangent  cal¬ 
culation.  In  the  K  calculation,  however,  is  needed  only  in 
the  calculation  for  the  inductance  correction  term  Spe¬ 

cifically,  equation  5  is  used  to  calculate  the  effective  capac¬ 
itances,  and  it  involves  C^.  Equation  5  itself  affords  the 
best  way  of  calculating  for  this  purpose,  by  determining  Cq 

with  the  sample  holder  not  attached  (i.e.,  with  C  =0).  With 
Cjj  determined  in  this  manner,  the  effective  capacitance,  Ce, 
is  really  measured  as  the  difference  between  two  C  readings, 
suitably  corrected  by  a.  ^ 


However,  because  of  the  limited  range  of  the  C  dial, 
and  the  large  sample  and  standard  effective  capacitances,  es¬ 
pecially  at  high  frequencies,  it  is  not  always  possible  to 
resonate  with  the  coil  only  at  the  same  frequency  as  with  the 
sample  and  standard.  In  this  case,  one  should  resonate  with  coil 
only  at  a  frequency,  uj  ,  as  close  as  possible  to  the  measure¬ 
ment  frequency,  and  find  the  equivalent-circuit  resonant  in¬ 
ductance  in  parallel  with  C  and  G^,  (mostly  due  to  the  par¬ 
ticular  work  coil  being  used,  but  including  L  ,  defined  in  the 
manual)  from 


1 


u)  c: 

c  Q 


L 

c 


(37) 


The  internal  inductance  correction  is  taken  care  of  by  the  sub¬ 
traction  of  L  ,  which  is  given  in  the  manual  (L  ~  0.0014  uh) 

Q  *  C  ' 

(ref  2).  The  resonant  capacitance  at  the  measurement  frequency 
is  then  obtained  from 

1 

CR  “  u)2!^  (38) 
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In  the  loss  calculation,  is  an  integral  p.  of  the 
calculation.  However,  as  discussed  earlier,  it  may  be  related 
to  the  width  of  the  resonance  curve,  and  thus  eliminated  from 
the  equation,  along  with  Q  .  It  is  mainly  on  the  basis  of  elim¬ 
inating  Q^,  rather  than  the  absolute  value  of  C^,  that  it  is 
recommended  that  the  loss  be  calculated  using  equation  6  instead 
of  equation  4.  However,  it  should  be  noted  that  this  equation 
gives  tan  6  mainly  as  a  function  of  capacitance  differences, 
rather  than  absolute  values,  as  well  as  voltagp  ratios.  The  ab¬ 
solute  values  do  appear  in  the  correction  term,  given  by  equation 
34 }  in  which  the  C  *s  are  already  known,  as  they  were  determ  ned 
for  the  dielectric  constant  calculation. 

3.  EXPERIMENTAL  PROCEDURE  AND  RESULTS 

3.1  Validity  of  Equations 


Table  I  gives  low-frequency  and  effective  capacitances 
measured  to  check  the  validity  of  the  proposed  sample-holder  equa¬ 
tions.  Data  were  Taken  at  various  frequencies  for  the  empty  sam¬ 
ple  holder  and  holder  filled  with  benzene.  Benzene  is  essen¬ 
tially  lossless  and  has  a  constant  K  for  frequencies  up  to  and 
beyond  those  used  in  these  measurements. 

Capacitance  bridge  measurements  were  made  at  100  kHz 
to  determine  the  true  capacitances  C  and  C.  of  the  empty  and 
benzene-filled  sample  holder,  respec?ively .1  The  Q-meter  was  used 
for  high-frequency  determinations,  at  22,  50,  78,  85,  and  92  MHz, 
of  C  and  C  . .  These  quantities  were  calculated  using  equation 
5,  w??h  Cp  being  determined  by  resonating  the  meter  with  the  sam¬ 
ple  holder  not  attached.  For  the  92-MHz  point,  equations  37  and 
38  had  to  be  used.  For  that  reason  the  results  at  that  frequency 
are  less  precise. 

Quantities  calculated  from  table  I  are  given  in  table 
II.  The  ratio  C  /C  gave  £  and  allowed  the  calculation  of  L 
from  equation  24.  The  expanded  form  of  that  equation  was  found 
convenient  in  this  case,  as  it  converges  rapidly  for  small  C. 

The  results  for  L  differ  somewhat  for  the  different  frequencies, 
with  an  average  value  of  L  =  0.050  pH.  The  differences  may  well 
be  explained  by  the  inaccuracies  of  the  absolute  capacitance 
measurements  with  the  Q-meter.  The  value  of  L  obtained  for  a 
given  frequency  was  then  used,  along  with  C^,  to  calculate 
from  equation  24,  this  time  using  the  form  of  the  equation  in¬ 
volving  the  tangent.  This  gave  a  calculated  C  .  that  could  be 
compared  with  the  experimentally  determined  C  . .  In  all  cases, 
the  experimental  C  .  was  higher  than  the  predicted  one.  This 
suggests  that  L,  as  determined  from  data  for  the  empty  sample 
holder,  does  not  apply  exactly  to  the  benzene-filled  sample 
holder. 
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TABLE  I. —MEASURED  CAPACITANCES  (pF)  IN  CHECK  OF  EQUIVALENT  CIRCUIT 


f,  MHz 

|  22 

50 

78 

85 

92 

C 

o 

26.4 

26.4 

1 

26.4 

26.4 

C. 

1 

56.2 

56.2 

56.2 

56.2 

C 

eo 

26.4 

27.3 

29.7 

31.2 

31 

Cei 

57.4 

63.7 

82.5 

”  " "  '■ 

98 

TABLE  II.— CALCULATED  QUANTITIES  FROM  EQUIVALENT  CIRCUIT  AND  TABLE  I 


f,  MHz 

22 

50 

78 

85 

92 

Po 

- 

1.034 

1.125 

1.182 

1.17 

L,  pH 

- 

0.039 

0.052 

0.060 

0.05 

h 

- 

1.08 

1.33 

- 

1.53 

Cei’  pF 

!  - 

60.7 

74.9 

1 

85.7 

TABLE  III.— EFFECTIVE  CAPACITANCES  (pF)  CALCULATED  FROM  LOW-FRE¬ 
QUENCY  DATA  OF  TABLE  I  AND  CIRCUIT  EQUATIONS  WITH 
L  =  0.060  uH 


f,  MHz 

22 

50 

!  t 

78 

85 

92 

Cei 

57.4 

63.4 

78.7 

85.6 

94.7 

C 

1 

26.7 

27.9 

30.4 

31.3 

32.3 

eo 

' 

i 

_ i 
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If  a  value  of  L  =  0.060  uH  is  chosen,  the  predicted 
C  . ’s,  table  III,  are  quite  close  to  the  experimental  values. 

■rfie  value  of  0.060  pH  is  not  very  far  from  the  actual  average 
value  of  0.050  pH.  In  fact,  the  experimental  value  at  85  MHz 
was  0.060  pH  (unfortunately,  no  benzene  data  were  taken  at  that 
frequency) .  Hie  higher  value  of  L,  however,  when  used  in  equa¬ 
tion  14  with  C  to  calculate  the  predicted  C  ’s,  results  in  a 

little  too  high  a  value  of  the  C  ’s. 

eo 

It  should  be  remembered  in  assessing  the  results  that 
these  comparisons  are  between  capacitances  that  differ  by  more 
than  a  factor  of  two.  The  inexactness  of  the  corrections  are 
probably  due  to  the  approximate  applicability  of  the  equivalent 
circuit,  which  led  to  the  circuit  equations.  Hie  proposed  cor¬ 
rection  method  for  samples  is  based  on  the  same  equations,  but 
comparisons  are  to  be  made  on  capacitances  that  are  relatively 
close  to  each  other.  The  results  confirm  that  the  method  should 
not  be  used  except  with  a  standard  that  does  not  differ  widely 
in  dielectric  constant  from  the  sample. 

3.2  Determination  of  R 

The  sample-holder  series  resistance  R  was  determined 
using  equation  35.  Measurements  were  made  of  the  circuit  Q’s 
and  meter  capacitances  needed  to  resonate  with  the  sample  holder 
not  attached,  with  it  attached  but  empty,  and  with  it  attached 
and  filled  with  benzene.  The  Q-meter  readings  were  corrected  for 
Internal  effects  as  described  in  the  manual  (ref  2)  and  the  pre¬ 
cursor  of  this  report  (ref  1,  equation  16).  Frequencies  used 
were  22,  50,  78,  and  85  MHz. 

R  was  calculated  at  each  frequency,  first  with  the 

’s  (subscript  i)  being  compared 
Q’s  and  C  ’s  (subscript  o) .  The 
results  are  shown  in  figure  4.  ^ 

Hie  resistances  are  plotted  against  the  square  root  of 
the  frequency  because  of  the  expected  linear  relationship,  due 
to  the  skin  effect.  The  large  scatter  of  the  points  is  caused 
by  subtraction  of  two  similar  numbers  in  both  terms  of  equation  35 ^ 
This  is  especially  true  in  the  first  term,  as  Q  /Q  is  -«'ery  close 
to  unity .  especially  at  the  lower-frequency  points*  which  are  there¬ 
fore  quite  unreliable. 

Putting  benzene,  which  is  essentially  lossless  in  this 
frequency  range,  into  the  sample  holder  alleviated  this  problem. 
With  benzene,  Q.  and  C  were  considerably  reduced,  so  that  the 
subtractive  terms  in  equation  35  became  relatively  smaller  com¬ 
pared  with  the  additive  terms.  It  should  be  mentioned  parenthet¬ 
ically,  however,  that  the  reduction  in  Qi  ,  which  is  the  circuit 
Q,  is  not  due  to  loss  in  the  benzene,  but  rather  to  the  increase 
in  the  capacitance  C . 


empty-sample-holder  Q’s  and  C 
with  the  sample-holder-removea 
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Plotting  ono -third  of  the  total  sample  holder  eeriee  resistance  as  a  function  of  the 
square  root  of  the  frequency  . 


The  results  obtained  with  benzene  are  also  plotted 
against  the  square  root  of  the  frequency  in  figure  4.  The 
points  fall  very  nicely  on  a  straight  line  through  the  origin, 
showing  the  skin  effect.  If  represents  the  frequency  in 

megahertz,  then  R  nay  be  written  as 


I  =  0.007  sfTZ  Q  (393 

3  XRz 

Figure  4  would  sees  to  justify  having  one  more  sig¬ 
nificant  figure  in  this  expression  (if  we  consider  only  the 
points  with  benzene  in  the  holder),  but  if  we  remember  the 
approximate  nature  of  the  equation  used  in  calculating  the  R*s, 
we  see  that  one  significant  figure  is  all  that  is  justified.  By 
comparing  with  equation  36,  it  is  seen  that  the  sample-holder 
resistance  is  considerably  higher  than  the  Q-raeter  resistance, 
so  that  the  R  term  in  equation  34  is  usually  negligible.  This, 
however,  woul§  not  be  tree  if  the  conditions  of  measurement  were 
such  that  the  C^’s  were  considerably  higher  than  the  ’s . 

Equations  39  and  36  may  be  used  in  equation  34,  and  the 
latter  substituted  into  equation  6  (or  equation  4).  The  final 
form  of  t  tan  6  equation  using  the  capacitance  variation  method 
for  Cjj/Q0  (i.e.,  equation  6)  then  becomes 


tan  5  =  m-s 
x 


y?M- 

7 


4x10~8F 


-2x10~9f  ^Caf  c  2-c?  cx  ) 

j Ez  1  Qi  O  Qs>  • 


The  capacitances  in  this  equation  must  be  in  picofarads,  and 
Fj^  is  the  frequency  in  megahertz.  The  last  term,  as  mentioned, 
is  usually  negligible . 

3.3  Results  with  Two  Samples 

Dielectric  constant  and  loss  calculations  using  these 
methods  have  been  made  on  several  liquids.  The  calculation  of 
two  samples,  cr-methylstyreme  and  poly— ^-methylstyrene,  at  50 
and  78  MBz,  will  be  discussed,  arid  the  results  compared  with 
low-frequency  measurements .  Data  with  very  similar  samples 
were  taken  up  to  90  5£Hz .  with  similar  results,  but  those  data 
were  not  taken  by  the  author  of  this  report  and  will  therefore 
not  be  discussed  here. 
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The  data  and  calculated  quantities  are  given  in  table 
IV.  The  first  section  gives  the  Q-meter  capacitance  measure¬ 
ments,  corrected  for  the  internal  inductance;  the  effective  capac¬ 
itances  calculated  from  them;  the  effective  capacitance  change, 

AC  ;  and  the  low-frequency  capacitance  of  the  sample  holder  with 
the  standard  (benzene)  measured  on  a  capacitance  bridge  at  100 
kHz.  The  next  section  gives  the  necessary  quantities  in  the  K 
determination,  calculated  as  outlined  earlier.  The  long  method 
was  used,  instead  of  equation  30,  to  more  clearly  indicate  the 
magnitudes  of  the  te* ms  involved.  Using  a  value  of  23.5  pF  for 
C  ,  also  determined  earlier  at  low  frequency,  and  1C  =  2.28  for 
the  dielectric  constant  of  benzene  at  25° C,  the  results  for  K 
are  2.58  and  2.54  for  the  monomer  and  polymer,  respectively, 
at  both  frequencies. 

The  parameters  of  the  loss  calculations  are  given  in 
the  third  section  of  table  IV.  The  value  of  p  was  calculated 
from  equation  32.  The  Q’s  listed  in  the  table  nave  been  cor¬ 
rected  for  the  internal  errors  (ref  2).  The  next  entry  of  the 
table  gives  the  total  loss  term;  and  this  is  followed  by  the 
two  correction  terms.  The  total  loss  term  in  this  case  was 
calculated  using  Cj^/Q  directly  (i.e.,  equation  4  instead  of  6 
was,  used) .  The  second  correction  term  is  negligible  in  all 
these  cases,  but  the  first  is  substantial,  especially  for  the 
lower  loss  monomer.  The  tan  6  *s  for  the  two  frequencies  are 
substantially  the  same,  but  differ  considerably  for  the  two 
samples . 


The  results  are  plotted  as  a  function  of  frequency  in 
figure  5,  along  with  results  obtained  at  22  MHz  with  the  Q-meter 
(these  were  not  outlined  in  table  IV  as  the  corrections  at  that 
frequency  are  quite  small),  and  lower-frequency  points  using  a 
capacitance  bridge.  The  results  show,  as  was  expected,  that  the 
monomer  has  a  constant  K  and  tan  5  up  to  108  Hz,  while  the  K  of 
the  polymer  shows  a  drop,  with  a  corresponding  peak  in  the  loss. 
The  high-frequency  results  are  quite  consistent  with  the  low- 
frequency  measurements.  This  is  true  despite  the  inductance 
corrections  which  are  quite  large,  especially  at  78  MHz. 

4.  CONCLUSIONS 


It  is  concluded  that  the  procedures  for  calculating  the  di¬ 
electric  constant  and  loss  that  have  been  outlined  give  reasonably 
good  results  up  to  rsJLOO  MHz.  Of  course,  the  accuracy  of  K  will 
depend  on  how  close  the  dielectric  constants  of  the  standard  and 
sample  are.  We  can  always  reduce  the  error  by  finding,  or  mi.  „ng, 
a  standard  whose  dielectric  constant  is  closer  to  that  of  the  sam¬ 
ple.  For  the  loss,  results  will  be  reasonable  for  0.1  >  tan  6 
>  0.001.  The  upper  limit  originates  from  assumptions  made"  in 

rv 
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TABLE  IV.— OUTLINE  FOR  DIELECTRIC  CONSTANT  AND  LOSS  TANGENT  CALCULATIONS  FOR  Q- METHYLSTYRENE 


AND  POLY-O- METHYLSTYRENE 


Relevant 

Parameter 

Applicable 

equation 

specimen 

Monomer 

Polymer 

Monomer 

Polymer 

■Ml 

F.  MHz 

sample  It  standard 

50 

50 

801 

78 

CR,  PF 

no  holder 

87.1 

87.1 

110.5 

QoV  PF 

standard 

23.4 

23.4 

27.9 

27.9 

a  c  pf 

1  Qi,  P 

sample 

14.2 

15.5 

11.4 

13.9 

<V  PF 

standard 

56.3 

56.3 

56.3 

56.3 

SB 

<W  PF 

S3. 7 

63.7 

82.6 

82.6 

liSfeB 

Cei'  P? 

72.9 

71.6 

99.1 

96.6 

(26) 

ACe,  PF 

9.2 

7.9 

16.5 

14.0 

(22) 

Po 

1.13 

1.13 

1.47 

1.47 

(27) 

CAV>  PF 

60.4 

59.8 

61.9 

61.0 

(28) 

0.  2 

Av 

1.30 

1.30 

2.30 

2  **8 

ACo>pF 

7.08 

6.08 

7.17 

6.14 

CA,  PF 

23.5 

23.5 

23.5 

23.5 

ac/ca 

0.30 

0.26 

0.30 

0.26 

1C 

standard 

2.28 

2.2S 

2.28 

2.28 

(25) 

K 

sample 

2.58 

2.54 

2.58 

2.54 

(31) 

Ct,  PF 

63.4 

62.4 

63.5 

62.4 

(32) 

Pi 

1.15 

1.15 

1.56 

1.55 

^i3 

1.32 

1 .32 

2.44 

2.39 

Qo 

standard 

226 

226 

194 

194 

Qi 

sample 

185 

145 

138 

114 

K*  - )  - 

0.085 

0.22 

0.23 

0.40 

o  i 

“1  <Cel-CeV>  PF 

0.02 

0.02 

0.08 

0.07 

(uRc<0iC03i-0?C^)'  pF 

-0.0003 

-0.0003 

-0.001 

1  -0.001 

tan  6xO*KCa),  pF 

0.065 

0.20 

0.15 

0.33 

KCa,  pf 

80.2 

78.7 

147.8 

142.9 

(40) 

tan  6X 

sample 

!  0.0008 

1 

0.0025 

0.0010 

0.0023 
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FREQUENCY  ,  Herts 

Figure  5.  Dielectric  constant  and  dissipation  factor  as  a  function  of  frequency  for 
o< -methylstyrene  (  O)  and  poly-«<-methyl-styrene  (•). 


deriving  the  equivalent  circuit,  and  the  lower  limit  comes  from 
the  size  of  the  sample  holder  correction  term.  The  latter  limit 
is  very  approximate,  as  it  depends  on  the  circuit  capacitances. 
Whether  one  can  assign  an  actual  number  to  the  loss  tangent,  or 
only  make  the  statement  that  it  is  smaller  than  a  certain  number, 
will  depend  on  the  individual  circumstances .  The  loss  calcu¬ 
lation  also  includes  the  large  multiplicative  correction.  It 
is,  therefore,  considerably  less  accurate  than  the  dielectric 
constant  determination. 

It  should  be  possible  to  make  measurements  at  somewhat  higher 
frequencies,  perhaps  in  the  100-to-200-MHz  range,  by  using  smaller 
capacitance  sample  holders,  as  the  correction  term  goes  as  powers 
of  1/3<o2LC.  Some  experimentation  on  this  has  been  done.  It  would, 
however,  be  difficult  to  go  to  still  higher  frequencies  with  this 
technique.  An  obvious  upper  frequency  limit  is,  of  course,  reached 
when  the  expansions  used  no  longer  converge,  but  the  method  should 
certainly  be  abandoned  before  that  limit  is  reached.  One  should 
judge,  in  each  instance,  from  the  size  of  £,  how  much,  if  any,  sig¬ 
nificance  should  be  attached  to  the  results . 

5.  PROCEDURE  FOR  HIGH-FREQUENCY  MEASUREMENTS 

To  make  a  measurement  with  the  liquid  sample  holder  at  fre¬ 
quencies  greater  than  20  MHz,  use  Q-meter  190-A  and  follow  the 
procedure  outlined  below. 

First,  choose  a  standard  liquid  with  negligible  loss  compared 
with  that  of  the  sample  and  a  known, constant -with-frequency,  dielec¬ 
tric  constant  as  close  to  that  of  the  sample  as  is  available. 

(For  low  K  samples  this  standard  dielectric  may  be  air.)  If  K 
is  not  known  even  approximately,  various  standards  may  have  to  be 
tried.  Then  measure  the  following  quantities: 

C  -  the  resonant  C  with  the  sample  holder  not  attached 
(in  rare  casef,  this  may  be  obtained  only  at  a  fre¬ 
quency  different  from  the  measuring  frequency — 
then  see  discussion  by  equations  37  and  38) . 

-  The  resonant  C_  with  the  standard  in  the  holder. 

Qo  Q 

Q  -  the  resonant  circuit  Q  with  the  standard  (unless 
treme  accuracy  is  desired,  and  seems  justified, 

Q’s  may  be  taken  directly  as  the  meter  readings 
frequencies  up  to  100  MHz,  as  only  their  ratio 
used;  if  deemed  advisable,  correct  as  described 
manual . ) 


ex- 

the 

for 

is 

in 
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C  -  the  C?  above  C_  where  Q  =  Q  //2 

Qo+  Q  Qo  o' 

C  -  the  C  below  C  where  Q  =  Q  /J2 

Qo-  Q  Qo  o 

Cq^  -  the  resonant  with  the  sample  in  the  holder 

Q^  -  the  resonant  circuit  Q  with  the  sample 

Next,  obtain  from  the  manual,  or  figure  3  of  this  report: 

OL  -  the  internal  correction  factor  (for  L  )  with  C 
K  c  Q 


=  C 


QR 


a  -  the  internal  correction  factor  with  C  =  C, 
o  Q  Qc 

<X  ~  the  internal  correction  factor  with  C  =  C 
“i  Q  Qi 


Now  calculate: 


cn 

=  CfeC«R 

c 

=  -  a 

eo 

R  o  Qo 

C  , 

=  c„  -  a,c_ 

ei 

R  i  Qi 

ACe 

=  C  -  C 
ei  eo 

AC  i  =  C  -  C 

QoS  Qo+  Qo- 

Further,  obtain  from  notebook,  refei*ences,  or  low-frequency  meas¬ 
urement  : 

Cq  -  low-frequency  capacitance  of  sample  noldsr  with  standard 

C  -  air  capacitance  of  portion  of  holder  that  is  accessi¬ 
ble  to  the  liquids 

■>  -  dielectric  constant  of  the  standard 

Now  calculate: 


1  c 

+  c 

C  .1 

1  ‘i  .  eo 

ei 

_  _®i 

Av  4 

C 

c  1 

_ 

o 

ear 

AC 

K  =  R*V  +  K 

p, 

"ei 


i  C  +  AC  /p* 
o  e  Av 
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tan  6 


1 


x 


f az\  Ac.  J  /Q  \ 

k  L  2  W  7 


-4xlO~6F  ^~(C  2_c  3> 
MHz  ei  eo 


1 


"2Xl0~9’'»l  4-°?  <V  | 

i 

In  the  last  equation ,  note  that: 

-  frequency  of  measurement  in  megahertz 


All  capacitances  in  picofarads 
C^lisC 


The  quantity 
(see  page  ?) . 


~ — ~  sn&y  be  replaced  by  if  desired 

ct  Q 

o 


The  following  simplifications  can  sometimes  be  made: 

(1)  The  last  term  in  the  tan  -5  calculation  should  always 

be  dropped  unless  the  C, ’a  are  considerably  larger  than  the  C  's 

k  5 

(2)  At  the  lower  frequencies  the  internal  inductance  cor¬ 
rections,  described  in  the  manual,  may  be  omitted  (i,e** 

°»  =  “o  =  “i  =  1>- 
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